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PARTS LIST 

Parts List 
100-046 Seat cushion securing clips 

100-138 Commode bucket and lid 

100-500 Caster wheel fitted to leg insert 

100-505 Seat cushion 

100-510 Fabric backrest 

100-515 Metal backrest frame 

90CLP-7 Calf Strap (not shown) 

500-253/54 Footrest assembly (Pair) 

500-259C Plastic Leg Tube Insert 

500-269R Push pin 

500-333 Plastic arm rest 

500-600 Height adjustment clip 
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( Cleaning and Maintenance J 
It is recommended that your shower chair is serviced annually by your Showerbuddy Dealer or an author

ised, competent service agent. In addition: 

1. Regularly inspect all parts of the chair for defects. Any defective part should be attended to promptly by

an authorised service agent.

2. Clean the seat using a damp cloth and a mild cleanser. Always read the manufacturers instructions prior

to applying the cleanser. When using Sodium Hypochlorite (Bleach) on the seat, a solution of 0.1 % Sodium

Hypochlorite should have no adverse effects on the cleaning of chairs. However, when using a solution of

1.0%, care should be taken to rinse the chairs thoroughly with clean water after application. Over a period

of time bleaching may occur, but the integrity of the product will remain unaffected.

3. Dry off the shower chair after use.

4. Do not oil or grease any parts.

5. Keep the castors free from lime scale, soap residue and hair by cleaning after use in the shower.

Caring for stainless steel. 

Stainless steel has excellent corrosion resistance, but it is not stain or rust proof. Regular maintenance will 

keep stainless steel clean and free of contaminants. In most applications stainless steel will not rust or stain 

even after many years of service, but when used in certain environments such as concentrated chlorine or 

other corrosive elements stainless steel requires proper care and maintenance. Do not leave stainless in 

contact with iron, steel or other metals. 

1. Clean stainless steel frequently with soap and water. Any cleaner safe for glass is usually safe for

stainless steel; apply with a cotton cloth.

2. Use a coating such as a good wax to help safeguard the stainless steel.

3. Remove discolouration or rust spots as soon as possible with a brass, silver or chrome cleaner. Irrevers

ible pitting will develop under rust that remains on stainless steel for any period of time. Apply a mild

cleaner such as Ajax or an equivalent with a wet cotton cloth. Rinse thoroughly and wipe dry. Do not use

abrasives such as sandpaper or steel wool on stainless steel.

4. Do not clean with mineral acids or bleaches.

5. Do not store near any chlorine product.
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to act as a load bearing component when the user mounts or alights from the chair. Standing on the 

footrests could cause the chair to tip forward. 

The fasteners - Knobs, nuts, bolts, washers - should be checked periodically to ensure that they are 

securely fastened. Your dealer should be called to check the fasteners and other components at least once 

per year. 

All Showerbuddy shower chairs are supplied with chest and lap restraining belts that ensure the correct and 

safe operation of the shower chair for both the user(s) and the caregiver. It is important that these straps 

are used every time the shower chair is operated. Your Showerbuddy shower chair is equipped with fitting 

points so that these can be easily and effortlessly attached. 

Important! 

ADJUSTMENTS SHOULD NEVER BE ATTEMPTED WITH THE 

USER(S) IN THE CHAIR! 

Your authorized Showerbuddy dealer can help you with any adjustments you may want to make on your 

Showerbuddy shower chair or can provide clarification on any of the information contained herein. 

AWARNING 

Heavy Object 
To avoid muscle strain or back 
injury, use lift aids and proper 
lifting techniques when 
lifting or moving this product. 

How to lift the chair 
Lift the wheelchair up using the push handles and the front upper 

� 
corners of the wheelchair frame, where the footrests are placed. 

WARNING! It is not allowed to lift the wheelchair up by gripping 
the footrests or armrests! We recommend to detach footrests 
before lifting the chair 
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SHOWERBUDDY WARRANTY 

CHAIR FRAME 

• Lifetime warranty against corrosion of Structural Frame parts.

• 1 ,year warranty against manufacturing defects of original parts.

ALL OTHER COMPONENTS 

• 1-year warranty against manufacturing defects of original parts.

WARRANTY CONDITIONS 

• The Warranty period starts from the customer purchase date and ends

as above.

• Any claim made must include the chair serial number, image of the

problem and proof of purchase by the customer.

• Any claim should be submitted to the retail store or mobility

equipment supplier from where the chair was purchased. If the store is

unable to service the chair, and the above conditions have been

adhered to, parts will be provided by Showerbuddy directly to the chair

owner with freight payable by the owner.
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Easy Care Systems Ltd
Units 5 and 6 Lower Vicarage Road
Southampton
Hampshire
SO19 7RJ

www.easycaresystems.co.uk
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